This simulation study presents the application of fluence field modulated computed tomography (FFMCT), initially developed for x-ray CT, to proton computed tomography (pCT). By using pencil beam (PB) scanning, fluence modulated pCT (FMpCT) may achieve variable image quality in a pCT image and imaging dose reduction.
For the virtual phantoms, FMpCT noise in ROIs was equivalent to FF images and accuracy better than -0.7% by using 1% of FF. Integral imaging dose reduction of 37% and 56% was achieved for the two patients for that modulation. Corresponding DVHs from proton dose calculation on FMpCT images agreed to those from reference images and 96% of BEV profiles had RD below 2mm, compared to 1% for uniform low fluence. Gamma pass rates (2%, 2mm) were 98% for FMpCT while for uniform 1%FF they were as low as 59%. Applying FMpCT to preliminary experimental data showed that low noise levels and accuracy could be preserved in a ROI, albeit at lower modulation.
Introduction
Proton computed tomography (pCT), initially proposed by (Cormack, 1963) , has recently seen considerable research interest as a means of reducing range uncertainties in proton therapy (Paganetti, 2012; Yang et al., 2012) . By measuring the position and angle of each proton, as suggested by (Huesman et al., 1975) , along with the energy loss behind the patient, a relative stopping power to water (RSP) map can be directly reconstructed using dedicated reconstruction algorithms (Penfold et al., 2009; Penfold et al., 2010; Rit et al., 2013; Hansen et al., 2014; Hansen et al., 2016) . Recent detector developments coupled with improved computing power have permitted the development and operation of two list-mode pCT scanner prototypes based on broad (passively scattered) proton beam delivery (Hurley et al., 2012; Sadrozinski et al., 2016) . The RSP accuracy of pCT is expected to improve the current clinical practice, which is based on the calibration of single energy CT scans with a reported uncertainty of 3.5% (Yang et al., 2012) . Additionally, pCT has the potential to equal or outperform the accuracy achievable with dual energy CT (Hünemohr et al., 2013; Hünemohr et al., 2014; Hudobivnik et al., 2016; Mohler et al., 2016) , according to the simulation study of (Hansen et al., 2015) . Initial results from pCT prototypes operating in list mode suggest at least comparable accuracy to DECT with experimental RSP errors currently below 1.4% for phantoms (Giacometti et al., 2017) .
Besides RSP accuracy, pCT benefits from good dose efficiency, yielding better contrast to noise ratio at equivalent dose levels when compared to x-ray CT (Schulte et al., 2005) . Early results from pCT prototypes report doses of about 1 mGy to achieve acceptable image quality (Sadrozinski et al., 2016) . This is comparable to the imaging dose used by in-room CBCT imaging, and lower than typical x-ray CT treatment planning imaging doses (at least 10 mGy and ranging up 100 mGy, see Table 7 in (Murphy et al., 2007) ). A recent DECT publication specific to proton therapy reported doses of 20 mGy (Hudobivnik et al., 2016) . This aspect of 4 pCT suggests the technique could be used for daily low-dose in-room imaging and could compete with x-ray cone-beam CT (CBCT) image quality without the need of corrections, as needed for proton dose calculations on CBCT images (Kurz et al., 2015; Landry et al., 2015a; Landry et al., 2015b; Park et al., 2015; Veiga et al., 2015; Veiga et al., 2016) . In x-ray CT, several dose reduction techniques have been developed such as the use of bow-tie filters (Graham et al., 2007b; Mail et al., 2009 ) and automatic exposure control (Mulkens et al., 2005; McCollough et al., 2006; Kalender et al., 2008 ). An exciting idea consists of prescribing image quality levels prior to CT scanning using modulation of the x-ray fluence within the fan-beam (Graham et al., 2007a; Bartolac et al., 2011; Bartolac and Jaffray, 2013; Szczykutowicz and Mistretta, 2013a, b) . This approach is called fluence field modulated CT (FFMCT) and was recently experimentally realized using the imaging system of a TomoTherapy machine (Szczykutowicz and Mistretta, 2014; Szczykutowicz et al., 2015) . The FFMCT concept is very similar to intensity modulated radiation therapy (IMRT) where the mega-voltage photon fluence is modulated with a multi-leaf collimator. The main difficulty with modulating the x-ray fluence of a conventional CT scanner is the lack of an equivalent modulation device. For this reason experimental realization of FFMCT made use of the TomoTherapy machine's imaging system which is equipped with a 64 leaf binary collimator. Another group has achieved FFMCT by using multiple aperture devices (Stayman et al., 2016) .
Given the current rise in the number of proton therapy centers equipped with pencil beam scanning (PBS), one can imagine imitating intensity modulated proton therapy (IMPT) instead of IMRT, to create a pencil beam (PB) pCT system allowing fluence modulated pCT (FMpCT). FMpCT would rely on the modulation of the beam intensity during the acquisition of a pCT projection to achieve the desired proton fluence modulation. Using a treatment planning image as guide, an in-room FMpCT scan could thus be acquired with high image quality in the beam path and a lower image quality in regions receiving negligible therapeutic dose levels, leading to a lower G. Dedes et al. FMpCT 5 integral imaging dose compared to uniform fluence scans. Such an image could be used for patient positioning, dose recalculation or even re-planning.
The objective of this study was to evaluate the feasibility of FMpCT using a PB pCT Monte Carlo simulation framework and a state-of-the-art pCT reconstruction algorithm. For a simple homogeneous virtual phantom and two patient CT-based virtual phantoms, image quality at different modulation levels was investigated, as well as proton dose calculation accuracy.
Furthermore, FMpCT was simulated using broad beam pCT experimental data acquired with a state-of-the-art scanner prototype.
Materials and methods

Proton CT simulation
The simulation platform used in this study is based on Geant4 version 10.01.p02 (Agostinelli et al., 2003) and has been used in previous studies for proton dose calculation in voxelized geometries (Landry et al., 2015b; Schmid et al., 2015; Hudobivnik et al., 2016) . The reference physics list QGSP_BIC_HP was used for the simulation of interaction of particles with matter. The simulation platform uses CT images which are converted to mass density and tissue composition using the approach of (Schneider et al., 2000) .
Existing list-mode pCT scanner prototypes rely on two tracker modules located up-and down-stream of the scanned object. The tracker modules are made of pairs of two orthogonal silicon strip detectors allowing position and direction detection. A calorimeter, located after the second tracker module, records the residual energy loss. A more detailed description can be found in (Sadrozinski et al., 2016 ) (see figures 1 and 2 in that publication). In this study, an ideal pCT scanner in the form of two scoring planes, before and after the scanned object (which 
Virtual phantoms
Three voxelized phantoms were used in this study. The phantoms were derived from x-ray CT scans of IMRT patients.
(1) A simple phantom was simulated by overwriting a 1.074×1.074×1mm 3 CT image with a 10 cm radius cylinder with 0 HU. Outside the cylinder -1000 HU was used. Note that when using the stoichiometric calibration, 0 HU corresponds to a predefined human tissue composition and not water. For this case a single row of PBs bisecting the cylinder was employed given the Z axis symmetry.
(2) The second phantom was derived from a 1.074×1.074×1mm 3 CT scan of a patient (Pat1) treated with IMRT for a brain metastasis with a small planning target volume (PTV) located near the base of the skull. The PTV was 5 cm along the Z axis. (2) and (3), the PB grid extent in Z was set to cover the PTV plus a margin (see section 2.5).
For each phantom, a 360 projections pCT scan with 10 4 protons per PB per projection was simulated. The corresponding fluence at the first tracker was 9600 protons per cm 2 in a projection. For all simulations the dose to tissue per voxel was scored.
Fluence modulation
The concept of fluence modulation based on proton PB scans presented in this work relies on the definition of regions of interest (ROIs), in which a high image quality is desirable. The term image quality here refers to RSP noise levels and RSP accuracy. The ROIs should ideally cover the beam path to and include the PTV and could be derived using diagnostic or treatment planning imaging data. Phantom specific ROI generation will be presented below.
A schematic representation of the concept is shown in Figure 1 for a simplified ROI. In this proof of principle study, the PB modulation pattern was obtained by calculating a binary sinogram (PB index vs. projection angle). The sinogram entries were 1 if the central axis of a PB intersects the ROI in a given projection and 0 otherwise. Using this sinogram, the fluence of PBs assigned 0 is reduced by a given fluence modulation factor (FMF), FMF<1, while those PBs assigned 1 preserve full fluence (FF). The modulation was performed as a post-processing step to allow several FMpCT images from a single simulation. When reducing a PB's fluence, list mode data were randomly discarded, ensuring that the energy and spatial distribution of the PBs was preserved. 
Proton CT reconstruction framework
The reconstruction algorithm chosen for this study was a filtered backprojection (FBP) implementation which accounts for the curved proton paths in the imaged object, mainly due to multiple Coulomb scattering. The main principles of the algorithm are presented in (Rit et al., 2013) and a comparison with different iterative algorithms is presented in (Hansen et al., 2016) .
The algorithm is based on list mode data, and the actual path of every proton is approximated by a most likely path (MLP) formulation (Schulte et al., 2008) , which uses the position and direction information from the scoring planes.
Protons were selected with a 3 standard deviations cut on the energy and angular distributions around their mean energy and angle per projection pixel, in order to filter out nuclear reactions and large angle scattering events, whose energy loss and path cannot be described by the Bethe formula and the MLP formalism. List-mode data were binned in intermediate projection images with 1×1 mm pixels which were then filtered and backprojected. Scans simulated with low fluences can suffer from artefacts due to the absence of proton information in some pixels of the intermediate projections. To counter this, sinogram interpolation (Hansen et al., 2016) was used for all reconstructions. Images were reconstructed on the same grids as the CT scans used to generate the Geant4 virtual phantoms. For each phantom and each FMF, the following images were reconstructed: (1) a FF image, (2) a FMF·FF uniform fluence image and (3) a FMF FMpCT image.
FMpCT ROIs and FMF
For the cylindrical phantom, simple circular ROIs with 1 cm radius were studied, as shown in Fig. 2 . The FMF was set to 0.1, 0.05 and 0.01. ROI1 was at the center of the cylinder, ROI2 was 37.6 mm off-center and ROI3 was 75.2 mm off-center.
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In addition to the simulated data, FMpCT was also attempted on experimental data obtained with the Phase II preclinical prototype pCT scanner (Sadrozinski et al., 2016) of the Loma Linda University and U.C. Santa Cruz at which a pediatric head phantom (715-HN, CIRS, Norfolk, VA) was scanned. The 90 projections scan with 2.5×10 6 protons per projections was performed at the Northwestern Medicine Chicago Proton Center (NMCPC) facility, using a 200 MeV proton wobbled beam from the IBA universal nozzle for another study (Johnson et al., 2016) . The registered proton fluence per projection in the experimental data was 12000 per cm 2 , similar to that from the simulated data. Although the actual scan was not acquired with fluence modulated PBs, fluence modulation was emulated during post-processing of the list mode data. For every proton, a straight line path was constructed from the entrance and exit coordinates provided by the tracking system of the prototype. The protons whose straight paths did not intersect the defined ROI were removed from the data with a removal probability of 1-FMF. The goal here was to assess the impact of FMpCT on image quality compared to the FF image; the general performance of pCT for this combination of scanner and phantom has been reported elsewhere (Giacometti et al., 2017) . Thus for this part of the study the theoretical RSP in the homogeneous brain section of the phantom was used as reference and no voxelized ground truth was employed. Given the lower number of protons in the experimental data (90 projections instead of 360), higher FMF=0.5, 0.3 and 0.1 were employed. A single cylindrical ROI of 1.5 cm radius was considered, as shown in Figure 4 . 
Results and discussion
Uniform phantom
In Figure 5 , the reconstructed pCT images of the cylindrical phantom are shown. With increasing FMF, the noise in the images increases as expected. In the case of the FMpCT images, the image quality in the ROIs, indicated by the black circles, was mostly preserved and is summarized in Table 1 in terms of RSP noise and accuracy. The results shown in Fig. 5 qualitatively support our hypothesis that FMpCT image reconstruction is feasible when employing the binary fluence modulation scheme presented in Fig. 1 . For the three levels of fluence reduction outside ROI2, two distinct image quality levels are seen in each image, as shown in Fig. 5 . The image quality metrics reported in Table 1 show that in the case of homogeneous fluence, the noise is approximately inversely proportional to the square root of the proton fluence, while FMpCT reconstruction preserved image quality (both 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 standard deviation and mean value) down to 5% of the FF. However for FMF=0.01, we observed a break from the (number of protons) -1/2 dependence of the noise as well as a -1.3% shift of the mean values in the ROI, indicating a limit to the modulation level feasible with FMpCT. Figure 6 shows an example of the 2D dose distribution in a slice of the homogeneous phantom, for the case of FF and FMpCT with 0.1•FF for ROI2. Given the nature of the FMpCT approach, the dose reduction was not uniform throughout the image but was the highest at the largest distance to the ROI. For the homogeneous fluence imaging case, the dose was uniform partly due to the fact that the Bragg peak falls outside the object, which means that the protons traversing it produce a relatively flat dose distribution along their path. This situation is very different from kV x-ray CT where higher dose is observed at the object's edge due to higher photon attenuation (Bartolac et al., 2011; Arbor et al., 2015) . and accuracy analysis as a function of the ROI location were as in Table 1 and did not vary with ROI location. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58 Table 2 where the results of the RSP noise and accuracy in the ROIs are tabulated for both patients. The noise levels for Pat1 and Pat2 are caused a slightly increased mean error of 0.6 and 0.5% respectively for the uniform fluence, and -0.7 and -0.4% respectively for the FMpCT (visible in Fig.8F and Fig.10F respectively) , which is comparable to what was observed with the cylindrical phantom. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 In Figure 11 , the imaging dose distributions in the case of uniform FF and FMpCT illustrate the imaging dose reduction achieved for both the SFUD and IMPT cases considered in this study. Table 3 presents the integral doses in the whole image as well as outside the ROIs for both patients. For Pat1 with a small PTV, the integral dose reduction was up to 49% for the whole image and 56% outside the ROI with FMF=0.01. For Pat2, smaller integral dose savings were realized due to the larger PTV and higher number of beams with the same FMF, with a reduction of up to 22% for the whole image and 37% outside the ROI. Interestingly, changing FMF from 0.1 to 0.01 had an effect of less than 5% on integral dose reduction for both cases.
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The dose levels reported in this study for the virtual phantoms are based on MC simulation of ideal detectors. Effect such as pileup would contribute to a higher dose compared to our ideal simulation at equivalent image quality. However, the magnitude of the relative dose reduction should not be greatly influenced by the efficiency of real detectors. The lowest possible FMF where image quality is maintained would however probably be higher for realistic detectors. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58 59 60 In this first attempt at FMpCT, we made use of a simple binary fluence modulation scheme; a more sophisticated fluence optimization approach may yield different spatial dose distributions for equivalent image quality and deserves further investigation. The conformity of the imaging dose to the ROI may be improved by employing continuously varying fluence 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 modulation profiles and an optimization procedure instead of the binary scheme employed in this proof of principle study. The reason our simple modulation scheme yielded rather acceptable results is attributed to the low attenuation of protons. Indeed, the attenuation of protons traversing 20 cm of water is around 19% for 200 MeV protons and 18% for 300 MeV protons (Quinones et al., 2016) . Additionally the inelastic proton cross section is almost independent of the proton energy in the energy range 100-300 MeV. Compared to x-rays, for which 97% of 80 keV photons would be attenuated after 20 cm of water, the calculation of the modulation pattern necessary to obtain the desired image quality is thus more forgiving for FMpCT than FFMCT.
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Proton dose deposition in the 200-300 MeV range also has a lower material dependency (mass stopping power ratio) than photons in the diagnostic energy range (mass energy absorption coefficient ratio), yielding more homogeneous imaging dose distributions.
The dose calculation accuracy for the SFUD and IMPT treatment plans is presented in We have found very little published literature on the impact of CT noise on proton therapy dose calculation, with one report stating that discontinuities in the CT number to RSP lookup table might introduce range shifts in the presence of stochastic noise (Brousmiche et al., 2015) . 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 This is not the case for proton CT which has a linear lookup table (Arbor et al., 2015) . High levels of noise on CT images can additionally cause a spread of the range at which protons stop, the width of which (4 standard deviations) can reach a few percent of the range at 5.0% CT number noise (Chvetsov and Paige, 2010) . The results of applying FMpCT to broad beam pCT scans of the pediatric head phantom are shown in Figure 13 for the three FMF investigated. We observed a similar trend of reduced accuracy at lower FMF, however this happened at higher FMF for the experimental data. The noise and accuracy are reported in Figure 14 , where we observed that FMpCT with FMF below 0.3 showed accuracy degradation larger than 1% as well as increasing noise in the ROI. This 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 making use of the simulation framework presented in (Giacometti et al., 2017) would help clarify these points.
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In (Giacometti et al., 2017) the theoretical RSP for the brain material of the pediatric phantom is reported as 1.047; the mean value in the ROI of the FF pCT image was 1.04±0.03, -0.67% lower than the reference. Please note that the theoretical RSP may differ from that measured in a proton beam due to uncertainties on the material composition.
The presented investigation was based on the use of 1cm (FWHM) proton PBs. This value is a realistic estimation of the PB size available at clinical facilities and at PB scanning mode. The current prototype scanner has been used with PB of minimum size of 4cm (FWHM). Due to pileup in the tracker, the maximum counting rate for a PB size of 1cm is approximately 200 kHz.
For Pat1 this would mean about 9 seconds per projection at full fluence, resulting into a total scan time of 13.5 min for 90 projections or 54 min for 360 projections. For realistic scan duration, the electronics of the Phase II prototype would have to be modified. The current electronics were designed according to a conservative approach and assuming only scattered proton beams. Therefore an upgrading to faster electronics is not considered a technical obstacle and significantly faster electronics have been already developed and used in other pCT prototypes (Taylor et al., 2016) . To achieve a pCT scan with 1cm PBs, without any hardware modification to the scanner, a reduction of the beam intensity will be required. It is still to be investigated whether that can still allow for a dynamic range necessary for FMpCT studies.
Alternatively, a more sophisticated fluence modulation technique than the binary intersection pattern could compensate for the larger PB size. A detailed study of the fluence modulation parameters and the detector effect is under way and, we think, beyond the scope of this proof of principle investigation. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 Although initially explored in the context of pCT with advanced detectors tracking individual protons, the method could also be applicable to integrating detectors such as range telescopes (Krah et al., 2015; Farace et al., 2016) or using two dimensional detectors (Lee et al., 2015; Tanaka et al., 2016) being also under development. Moreover, the same concept could be extended to imaging with other ions such as 4 He and 12 C (Shinoda et al., 2006; Hansen et al., 2014; Rinaldi et al., 2014) . 
Page 24 of 29 AUTHOR SUBMITTED MANUSCRIPT -draft
Conclusion
In this work, we have applied the concept of fluence field modulation to proton CT, inspired by earlier work applied to x-ray CT. Using Monte Carlo simulations of an ideal proton CT scanner, we have confirmed that image quality could be varied across the proton CT image by modulating the proton fluence in a binary fashion. Our approach was successful for both homogeneous and anthropomorphic virtual phantoms, potentially allowing clinical imaging dose reductions ranging 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 from 37% to 56% outside the treatment area, while preserving full fluence image quality inside regions of interest. We additionally virtually implemented the method on broad beam proton CT experimental data and showed that fluence modulated proton CT should be realizable if proton pencil beam intensity and detector count rates can be adjusted to achieve the desired modulation levels. The concept of fluence modulation can be supplemented by energy modulation as well, as pCT imaging dose and noise levels are energy dependent, and we intend to investigate it as a continuation of the current study. 1  2  3  4  5  6  7  8  9  10  11  12  13  14  15  16  17  18  19  20  21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 21  22  23  24  25  26  27  28  29  30  31  32  33  34  35  36  37  38  39  40  41  42  43  44  45  46  47  48  49  50  51  52  53  54  55  56  57  58  59  60 
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